Introduction
Treat ment for type 1 diabetes is noncurative. The artificial pancreas (AP) will hopefully be a technological improvement in the treatment of diabetes. 1 The AP will most likely consist of a subcutaneous glucose sensor, a continuous subcutaneous insulin pump, and a mathematical model that regulates the amount of insulin based on the glucose levels.
Today, patients with type 1 diabetes have to administer insulin subcutaneously to control their glucose regulation. Insulin can be administered via multiple daily injections (MDI) or via continuous subcutaneous insulin infusion (CSII). The latter method has resulted in better glycemic control in adults without a higher rate of hypoglycemia and added more flexibility. 2, 3 Furthermore, quality of life was better on CSII compared to MDI. 4 On the other hand, using an insulin pump may raise concerns about perceived body image and social acceptance. 5 Continuous glucose monitoring (CGM) systems are able to provide a glucose value every three to five minutes. Compared to self-monitoring of blood glucose (SMBG), CGM can detect more periods of hypoglycemia 6 and more frequent nocturnal hypoglycemia. 7 Their use in adults improves glycemic control. 8 However, diminishing use over time as seen in adolescents and younger children is a concern. Reasons for not wearing the sensors include skin irritations, inaccurate readings, and excessive alarms. 9 Due to these factors, concerns could be raised about acceptance of the AP, since the AP will contain both devices. To our knowledge, patient-related factors determining acceptance of the AP have not yet been investigated. The aim of this study is to investigate the future acceptance and use of the AP as well as its possible determinants. We used interviews based on the technology acceptance model (TAM). The original model studied acceptance of new computer systems in order to improve job performance.
Methods

Patients
All patients had type 1 diabetes and were treated with CSII for at least one year. Half of them were followed in the outpatient clinic of a university hospital in Amsterdam, the Netherlands, and the other half were under treatment in an affiliated teaching hospital in Amsterdam, the Netherlands. Eleven of the 22 patients had already worn a CGM for a couple of days. All invited patients gave written informed consent. The number of patients was increased until saturation was reached.
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Interview
The TAM provides a general explanation of the intention to use a specific system, originally the determinants of computer acceptance and computer usage behavior. [11] [12] [13] [14] The original TAM was based on two concepts: perceived usefulness and perceived ease of use. Perceived usefulness was defined as the degree to which a person believes that using the new system would enhance job performance. Perceived ease of use was defined as to which degree a person believes that using a particular system would be free of effort. To increase the predictive value of TAM, both variables were extended with determinants of perceived usefulness and ease of use.
The proposed determinants of perceived usefulness were social influences and cognitive instrumental processes. Social influences were divided into three parameters: subjective norm, voluntariness of using the system, and image. Subjective norm was defined as the perception of the opinion of significant others on the behavior in question. The response of a person to social normative influences to establish or maintain a favorable image within a reference group enclosed the definition of image. Cognitive instrumental processes could be subdivided into the degree to which the new system is applicable to the job (job relevance), how well the new system performs (output quality), and tangibility of the results of using the new system (result demonstrability).
Perceived ease of use was extended with the following determinants: self-efficacy to perform a task with the computer (perceptions of internal control); facilitating conditions, such as a specific training (perceptions of external control); computer playfulness or openness to the process of using systems (intrinsic motivation); and computer anxiety (emotion).
Besides perceived usefulness and perceived ease of use, trust in the new system was also integrated in the model by Pavlou. 
Data Analysis
The data collection was an iterative process. Interviews underwent sequential analysis during data collection. All data relevant to each category were identified and examined using a process called constant comparison. The categories were mostly obtained deductively ( Table 1) . In order to analyze the interviews, they were imported in MAXQDA2007 (VERBI software, Marburg, Germany).
Results
Twenty-two patients were interviewed. Half of the 22 participants were male, and 16 of the 22 (72.7%) had high school education or held a university degree. Twelve persons had a paid job, four persons were retired, three were students, two were disabled, and one was a housewife.
The median age was 42 years (20-63 years). The median age at diagnosis was 15 years (5-40 years), and the median duration of pump use was 6 years (1-28 years).
Diabetes Treatment and Satisfaction Questionnaire
The mean treatment satisfaction score was 29 (range 23-33), indicating overall satisfaction with CSII. The scores for hyperglycemia and hypoglycemia were 4 and slightly above 3, respectively, comparable with regular occurrence of perceived hypoglycemia and hyperglycemia ( Table 2) .
Interview
Overall Attitude toward the Artificial Pancreas
The overall attitude about the AP was generally positive. Almost all patients labeled the AP as a positive or nice development. In their perceptions, the AP could realize a better glucose control. An overview is given in Table 3 . In the context of the AP, the intention to use the AP is the subjective probability that one will use the AP. Perceived usefulness is the degree to which the patient thinks the AP would facilitate glucose control. Its determinants are the degree of control of the glucose concentration (quality of the AP), results of the AP (health care cost and time saving, quality of life), relevance of using the AP, influence of relatives (subjective norm), and image in a peer group if using the AP.
Perceived ease of use is the degree to which the patient believes that using the AP would be free of effort. The determinants are self-efficacy to operate with the AP, training (external control), playfulness with the insulin pump (intrinsic motivation), and anxiety at the time of starting the new treatment. As a proxy for the latter, we inquired about anxiety at the time of starting insulin pump treatment. Trust in the AP manufacturer and trust in health care providers are additional factors.
Arianne C. van Bon conducted the in-depth interviews. At the start of the interview, a short introduction about the action of the AP was read, and a CGM (CGMS ® System Gold™, Medtronic Minimed, Sylmar, CA) was shown to the persons who had not already worn a CGM. In the short introduction, the AP was described as a combination of CSII and CGM sensor, both connected to a mathematical model or controller what would be integrated in a device. The AP would control their basal insulin supplementation rate and would be able to give an insulin bolus in case of a snack or meal. A CGM would perhaps be inaccurate in the range of low and high glucose levels, so in case of an alarm, the patient would have to perform SMBG. Apart from checking the alarms, patients also would have to perform SBMG for calibration; this was set on twice a day. The sensor would need to be replaced every three to seven days. The interviews were recorded and transcribed literally.
Diabetes Treatment and Satisfaction Questionnaire
Before the start of the interview, the diabetes treatment and satisfaction questionnaire (DTSQ) was administered. 16 This questionnaire contains eight items regarding satisfaction about the current treatment. Treatment satisfaction is the combined score of the first six items. The range of the score is 0 to 36, with higher scores indicating better satisfaction. The two remaining questions relate to perceived frequencies of hyperglycemia or hypoglycemia and are rated 0 to 6. Higher scores (e.g., 6 = most of the time) indicate respectively more hyperglycemia or hypoglycemia. Van 
Perceived Usefulness
The most frequently stated perceived advantages of the AP were better and stable glucose control (77%) and lesser need for SMBG (46%). Furthermore, the presence of a display showing current glucose levels and alarms for too high or too low glucose levels was reassuring, and a display would give more insight in glucose regulation.
Positive psychological aspects were a better quality of life, mainly through better glucose control and less disease burden. But it was anticipated that the AP would not bring back normal life to most patients.
Two disadvantages were mentioned. The first was to wear another (second) subcutaneous device, but 75% of the patients thought they would overcome this problem because the advantages of the AP would outweigh this disadvantage. The second concern was technical accuracy of the AP, particularly during exercise, but again, the presence of a display showing the current glucose levels and facilitating trust in the AP would overcome this worry.
Costs and Savings
The frequency of visits to the doctor was estimated not to change, because screening for long-term complications and risk factors for cardiovascular disease would still be important. Besides, the visits to the diabetes nurse would temporarily increase when starting use of the AP. Also it would initially take more time to manage diabetes, mainly due to concerns about trust. Therefore, the overall frequency of SMBG would increase temporarily. But after some weeks, patients thought they would be less busy with their diabetes than before.
Almost half of the patients were not willing to (co)pay for using the AP. The reason was related to the fully reimbursed health care system in the Netherlands. The other half would be willing to pay up to 1-2% of their monthly salary.
Subjective Norm
The majority of the participants (17/20, 85%) would listen to arguments of their relatives but would make their own decision. The others would delay their decision if their partner was not convinced.
Image
The aspect of perception was assessed by two questions. The first question was "What kind of response of other patients with diabetes would you expect if you wear the AP? Would they see you as a guinea pig or would they be jealous?" Half of the patients answered a combination of jealousy and being seen as a guinea pig, and 36% of the participants expected a jealous response if they would wear the AP. Three participants assessed the response of others as being interested more than jealous or seeing them as a guinea pig.
The second question was "What kind of person do you think would use the AP?" Several answers per participant were given. Most patients (55%) described the type of person who would use the AP as a person who had a clear understanding of diabetes and was involved in its treatment. Also, patients with subjective poor glucose regulation (36%) were willing to use the AP. Adolescents were supposed to use the new system more readily than older adults.
Perceived Ease of Use
The overall opinion about the perceived ease of use of the AP was positive. The perceived capacity of others to use the AP varied from "everybody is able to use it" to "the use is dependent on having an open mind or being young."
Self-Efficacy and Training
All participants expected themselves to be capable to use the AP, but they expected to need an introduction before the use of the AP. Everyone but two preferred to start with an individual training. Half of the patients wanted to join a group consultation after having used the AP for a couple of weeks.
Technical Skills and Anxiety
At the moment of the interview, half of the participants only used the basics of their insulin pump, such as basal rate of the insulin infusion and temporary reduction of the insulin rate. The other half used more possibilities of the insulin pump, such as long-or dual-wave insulin bolus.
Anxiety to use a new system was conceptualized with reference to the emotions at the time of starting the insulin pump. Almost half of the patients (42%) had not experienced any anxiety before starting the insulin pump. Others had been reluctant to start using the insulin pump. It had taken more than a year to change therapy from MDI to subcutaneous insulin therapy in six persons. The most frequently given reason for this reluctance had been the idea of having a device on the body, and for two persons, the needles in the abdomen had been a very unpleasant idea. One person was aware of a bad experience involving a close friend with fatal hypoglycemia when using the pump. This anxiety concerning the start with an AP was present in four participants and was thus related to trust issues. Trust Nobody would rely immediately on the action of the AP. Trust was related to the quality of glucose regulation provided by the AP. The participants would initially increase the frequency of SMBG to check the accuracy of the AP. Furthermore, a display that shows current glucose levels would augment trust. The average period of distrust was estimated to be two weeks.
All but two participants would prefer if the doctor or nurse were able to print out the glucose control. This printout would be an opportunity to discuss glucose regulation and to obtain more insight in one's glucose control.
Intention to Use
One person (4.5%) was not willing to use the AP. Two persons (9.1%) would prefer to test the AP, and if successful, they would continue using the AP. The others (86.4%) would certainly use the AP.
Minimal Conditions to Use the Artificial Pancreas
To find out the minimal conditions for use of the AP, four additional questions were asked. If the mealtime insulin bolus had to be given manually, all would still like to use the AP.
All participants would like to have alarms in the AP, mostly with both vibration and sound. The indications mentioned for the alarms to go off included the occurrence of hypo-and hyperglycemia-which would actually be failures of the AP-and low batteries. Some would like to see an alert if the basal insulin supplementation rate would change substantially.
Too many alarms, certainly any kind of false alarms, would impede the use of the AP. With regard to deviations between sensor glucose and SMBG values noticed after a confirmatory SMBG following an alarm, false alarms were divided into minor and major false alarms. A minor alarm was defined as less than a 1 mmol/liter glucose difference between the sensor glucose and the SMBG, and a major false alarm was defined as more than a 1.5-2 mmol/liter glucose difference. Minor false alarms were better accepted than major alarms. As to major alarms, they were mostly thought acceptable in a frequency of 1 out of 10 alarms. Minor alarms were mostly thought acceptable in a frequency of 2 out of 10.
Conclusions
The aim of the study was to investigate future acceptance of the AP and its possible determinants. To our knowledge, this study is the first analysis of patients' acceptance of the AP. Although most participants were relatively satisfied with their current treatment, almost all had the intention to use the AP. Strikingly, even if the system would not cover 24 hours or the mealtime bolus has to be given manually, they were still willing to use the AP. Furthermore, the use of a second subcutaneous device, CGM, was not a major obstacle for using the AP.
The major, logical concern that would influence the use of the AP was trust. At the start of using the AP, patients would increase their SMBG frequency to check the system. If the system would work well, defined as satisfactory glucose levels during, on average, the first two weeks, trust in the AP would augment and patients would diminish the frequency of SMBG. Remarkably, the device should have a display showing the current glucose levels, indicating that patients are willing to let the AP control the glucose regulation, but they still want to have the ability to check at any given time.
Another important aspect of willingness to use the AP would be the occurrence of false alarms. The accepted frequency for minor false alarms was 2 out of 10 alarms and for major false alarms 1 out of 10. If false alarms would occur more frequently, trust in the AP would diminish and willingness to use the AP would decrease. The perceived usefulness was described as better wellbeing due to better glucose control and less impact of diabetes on daily life. The possibility to set alarms for too high or too low glucose levels was reassuring and was expected to augment the perceived usefulness. The perceived ease of use was expected to be large, and the participants expected themselves to be capable of using the AP. All patients agreed that training before using the AP would be useful.
This study has its limitations. First, all patients who were interviewed already wore an insulin pump, so generalizability of all these findings is limited to such patients. However, their previous experiences when starting pump treatment may result in a more realistic assessment of the expected problems at the start of the AP and the aspect of wearing two subcutaneous devices. If the perceived reluctance before using the AP can be deducted from the reluctance experienced before starting the insulin pump, half of the patients would have inhibitions to start using the AP. A second limitation could be that only half of the patients have worn a continuous glucose monitor, so not all patients have experienced wearing a second device. Another limitation is that the majority of the interviewees were highly educated. To extend the insight into the determinants of future acceptance and use of the AP, the next step of our research will be to develop a questionnaire based on the principles of the TAM and the outcome of these interviews. Such a questionnaire would enable investigations in a much larger number of patients.
To conclude, most participants had the intention to use the AP even though they were relatively satisfied with their current diabetes treatment. Trust in the new system was a concern, but most participants anticipated that they would trust the system after the initial period.
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